Evaluation of a new ELISA method for estimating rubella-specific IgM antibody.
Results of using a new enzyme-linked immunosorbent assay (ELISA) kit for detecting rubella IgM antibodies were compared with those obtained by fractionating samples of serum on sucrose density gradients followed by rubella haemagglutination inhibition tests on the fractions. There was close agreement between the two methods. A major advantage of the ELISA method was the ability to complete tests within one day.